A Multi-Center Assessment of Thyroid Function Test Precision in Chemiluminescence Immunoassay (CLIA) Systems

Bhatt MP¹,²*, Gyawali P³, Joshi RK⁴, Sharma B⁴, Bhatt NP²,⁶, Bhandari S¹,⁵, Nagila A¹,⁵

¹Department of Biochemistry, Gandaki Medical College & Teaching Hospital, Pokhara, Nepal
²LifeCare Diagnostics & Research Center, Dhangadhi, Nepal
³Department of Pharmacology, Institute of Medicine, Tribhuvan University, Kathmandu, Nepal
⁴Department of Community Medicine, Gandaki Medical College & Teaching Hospital, Pokhara, Nepal
⁵LifeCare Diagnostics & Research Center, Pokhara, Nepal
⁶Department of Immunology, The University of Newcastle, Australia

ABSTRACT

Background: Chemiluminiscence immunoassay (CLIA) is exclusively pragmatic technology for the analysis of biomarker for diagnosis of thyroid disorders. However, performance characteristics of different chemiluminescence immunoassay (CLIA) systems supplied by different manufacturers in diverse set up for thyroid function test (TFT) has not yet been studied well.

Objective: Our aim is to evaluate laboratory results by assessment of the reproducibility and repeatability of TFTs in three different diagnostic set up to assure the quality of thyroid hormone assay using chemiluminescence immunoassay (CLIA) instruments: Advia Centaur CP (Siemens), Access 2 (Beckman Coulter) and Liaison (Diasorin).

Materials and Methods: Among the adult male and female individuals visited for thyroid hormone assay, 51 normal individuals were selected for the study. Three aliquots of serum samples were distributed to assess the reproducibility of three different CLIA equipments operated in three diagnostic centers. Additional three aliquots of serum were analyzed weekly for TFT (fT3, fT4 and TSH) to check the repeatability of assay in ADVIA Centaur CP set up. Assay precision was determined by reproducibility and repeatability of test results.

Results: Results of TFTs of serum samples obtained from three different interlaboratory assays using different CLIA systems have achieved good precision showing minimal variance (P>0.05) and acceptable reproducibility. Results are also precise with adequate repeatability showing minimal variance (P >0.05) obtained from the three different intra-laboratory assays in a single CLIA system using ADVIA Centaur CP by same team.

Conclusion: Our study elucidates the thyroid hormone assay performance of CLIA systems in three centers, which has shown assay precision with good reproducibility and repeatability of thyroid hormone assay. Thus, the analysis of precision as an essential component of quality control is necessary to deliver precise diagnostic services.
INTRODUCTION

Thyroid disorders are among the most prevalent endocrine disorders worldwide. Investigation of thyroid function tests (TFT) is crucial for the management of thyroid disorders and associated metabolic syndrome. There is 30% prevalence of thyroid disease, and about 0.2% of death has been reported in Nepal results from endocrine disorders. Hence, for the proper diagnosis and management of patients with thyroid disease, reliable laboratory reports on thyroid hormone assay plays vital role.

Thyroid tests are most commonly ordered laboratory tests in current clinical practice in which consistency of laboratory report in different setup determine the quality of health care. Chemiluminescence immunoassay (CLIA) is most common immunoassay technique for high throughput hormone assay technique applied in clinical practice, however, variation of test results between laboratories due to compromised quality control is the current challenge in developing countries. The accuracy and reliability of the tests are of primary importance for patients and for all the professionals engaged in health care system. Thus, thyroid hormone assay evaluation is essential to ensure quality of laboratory results with sufficient precision for the diagnosis and monitoring treatment of thyroid disorders. This study was conducted to evaluate the precision in thyroid assays using different CLIA equipment in different diagnostic centers of Nepal.

Assessment of reproducibility of TFTs has been performed by measuring TFTs using Liaison, Diasorin set up in Gandaki Medical College Teaching Hospital, Pokhara, Nepal, ADVIA Centaur CP in Life Care Diagnostics and Research Center, Pokhara, and Access 2 in Life Care Diagnostics and Research Center, Dhangadi. Evaluation of repeatability is performed by measuring TFTs in current diagnostic set ups.

RESULTS

The study included sample from 51 adult participants below 50 years. Of them, the majority, 86.3% were females. Mean age of the study participants were 32.8 years. About half, 49.0% population were in the age group of 20 to 30 years. Participants with abnormal thyroid function test were excluded from the study based up on reference range set up in laboratories. Consistency of laboratory reports were evaluated by precision analysis as described in previous studies, including reproducibility (Inter-laboratory variation, in different team and set up: Liaison, Diasorin set up in Gandaki Medical College Teaching Hospital, Pokhara, Nepal, and ADVIA Centaur CP set up in Life Care Diagnostics and Research Center, Pokhara, and Access 2 set up in Life Care Diagnostics and Research Center, Dhangadi. Evaluation of repeatability is performed by measuring TFTs in current diagnostic set ups.

MATERIALS AND METHODS

Among the adults aged below 50 years including male and female visited for thyroid hormone assay, only selected 51 normal individuals were participated in this study. Serum samples were divided into six aliquots (0.5ml/tube) stored in -20°C. Three aliquots were distributed to assess the reproducibility of three different CLIA based equipment operated in all three diagnostic centers including: Liaison, (Diasorin, Italy) set up in Gandaki Medical College Teaching Hospital, Pokhara, Nepal, ADVIA Centaur CP (Seimens, Grrmany) set up in Life Care Diagnostics and Research Center, Pokhara, and Access 2 (Beckman Culter, USA) set up in Life Care Diagnostics and Research Center, Dhangadi. Remaining three sample aliquots are used to analyze TFT (fT3, fT4 and TSH weekly for three weeks,) to check the repeatability in ADVIA Centaur CP set up in Life Care Diagnostics and Research Center, Pokhara. The evaluation of uncertainty of the results or assay precision was determined by reproducibility and replicability statistically measuring mean, variance and significant variation has been measured by one way analysis of variance (ANOVA) using statistical software Microsoft Excel with QI Macros 2018 (Microsoft Corporation) and Origin 6.1 (Origin Lab Corporation).

Table 1: Inter-laboratory variability of fT3, fT4 and TSH values generated from three different CLIA set up

<table>
<thead>
<tr>
<th>Type of test</th>
<th>Numbers</th>
<th>Mean</th>
<th>Variance</th>
<th>F value</th>
<th>P value</th>
</tr>
</thead>
<tbody>
<tr>
<td>fT3 Assay</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Access 2</td>
<td>51</td>
<td>3.20</td>
<td>0.098</td>
<td>0.472</td>
<td>0.624</td>
</tr>
<tr>
<td>Centaur-CP</td>
<td>51</td>
<td>3.25</td>
<td>0.094</td>
<td></td>
<td></td>
</tr>
<tr>
<td>Liaison</td>
<td>51</td>
<td>3.20</td>
<td>0.091</td>
<td></td>
<td></td>
</tr>
<tr>
<td>fT4 Assay</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Access 2</td>
<td>51</td>
<td>0.930</td>
<td>0.003</td>
<td>1.101</td>
<td>0.335</td>
</tr>
<tr>
<td>Centaur-CP</td>
<td>51</td>
<td>0.955</td>
<td>0.004</td>
<td></td>
<td></td>
</tr>
<tr>
<td>Liaison</td>
<td>51</td>
<td>0.950</td>
<td>0.017</td>
<td></td>
<td></td>
</tr>
</tbody>
</table>
TSH Assay

<table>
<thead>
<tr>
<th>Laboratory</th>
<th>Number</th>
<th>Mean</th>
<th>Variance</th>
<th>F value</th>
<th>P value</th>
</tr>
</thead>
<tbody>
<tr>
<td>Access 2</td>
<td>51</td>
<td>2.59</td>
<td>1.98</td>
<td>0.026</td>
<td>0.974</td>
</tr>
<tr>
<td>Centaur-CP</td>
<td>51</td>
<td>2.54</td>
<td>1.82</td>
<td>0.097</td>
<td>0.682</td>
</tr>
<tr>
<td>Liaison Diasorin</td>
<td>51</td>
<td>2.54</td>
<td>1.82</td>
<td>0.097</td>
<td>0.682</td>
</tr>
</tbody>
</table>

**Analysis of inter-laboratory precision (Reproducibility)**

Inter-laboratory reproducibility was assessed by interpretation of data (Presented in Table 1) shows the means and variance of values of fT3, fT4 and TSH produced from the different team and different laboratory set up on seventh day. We found no significant difference in the mean values of fT3 analyzed on Access 2, ADVIA Centaur CP and Liaison Diasorin (3.20, 3.25 and 3.20, respectively) in the different laboratory set up with P > 0.05 obtained by one-way ANOVA. Similarly, the test for fT4 was also conducted and analyzed on Access 2, ADVIA Centaur CP and Liaison Diasorin in the different laboratory setting. The result also showed that there was no significant difference in the mean values of fT4 (0.930, 0.955 and 0.950, respectively) generated from the different laboratory setting (P > 0.05). Mean values of TSH analyzed on same day in the different setting were 2.59, 2.54 and 2.54. The result showed that there was no significant difference among mean TSH values of the results produced from different laboratories (P > 0.05). This finding shows precise reproducibility of the assay methods.

The box plot in Figure 1 also present the consistency of the fT3, fT4 and TSH values produced from the different laboratories. The box plot for fT3, fT4 and TSH for same day sample analysis was similar for its outliers, median and quartiles. It shows, there was similarity on the result with adequate reproducibility found on same day from different setting (Fig 1). Thus, the finding shows there was not significant variance in the mean value of all test in the study with acceptable reproducibility and good precision.

**Table 2: Intra-laboratory variability of fT3, fT4 and TSH values generated on 1st, 7th and 14th days from the same laboratory using Advia Centaur-CP system**

<table>
<thead>
<tr>
<th>Type of test</th>
<th>Number</th>
<th>Mean</th>
<th>Variance</th>
<th>F value</th>
<th>P value</th>
</tr>
</thead>
<tbody>
<tr>
<td>fT3 Assay</td>
<td>1st day</td>
<td>51</td>
<td>3.22</td>
<td>0.098</td>
<td>0.116</td>
</tr>
<tr>
<td></td>
<td>7th day</td>
<td>51</td>
<td>3.25</td>
<td>0.094</td>
<td>0.731</td>
</tr>
<tr>
<td></td>
<td>14th day</td>
<td>51</td>
<td>3.23</td>
<td>0.098</td>
<td>0.731</td>
</tr>
<tr>
<td>fT4 Assay</td>
<td>1st day</td>
<td>51</td>
<td>0.969</td>
<td>0.004</td>
<td>0.955</td>
</tr>
<tr>
<td></td>
<td>7th day</td>
<td>51</td>
<td>0.955</td>
<td>0.004</td>
<td>0.955</td>
</tr>
<tr>
<td></td>
<td>14th day</td>
<td>51</td>
<td>0.968</td>
<td>0.003</td>
<td>0.968</td>
</tr>
<tr>
<td>TSH Assay</td>
<td>1st day</td>
<td>51</td>
<td>2.55</td>
<td>1.82</td>
<td>0.512</td>
</tr>
<tr>
<td></td>
<td>7th day</td>
<td>51</td>
<td>2.54</td>
<td>1.82</td>
<td>0.512</td>
</tr>
<tr>
<td></td>
<td>14th day</td>
<td>51</td>
<td>2.55</td>
<td>1.81</td>
<td>0.512</td>
</tr>
</tbody>
</table>

**Figure 1:** Box plot showing the distribution of mean value of fT3, fT4 and TSH produced from three different laboratory set up

**Figure 2:** Box plot showing the distribution of mean values of fT3, fT4 and TSH produced on 1st, 7th and 14th days from the same laboratory using Advia Centaur-CP system
Analysis of intra-laboratory precision (Repeatability)

Intra-laboratory repeatability was assessed by interpretation of data presented in Table 2, which shows means and variances of fT3, fT4 and TSH values produced from the same laboratory on 1st, 7th and 14th days using ADVIA Centaur CP in Life Care Diagnostics and Research Center, Pokhara. The mean fT3 values of all samples on 1st, 7th and 14th days were 3.20, 3.25 and 3.23, respectively. It revealed that the variance of the mean values found on three different days was minimal. The results of one-way ANOVA test showed no significant difference in the mean value of fT3 analyzed on 1st, 7th and 14th days in the same laboratory set up (P >0.05) showing adequate repeatability.

The mean fT4 values of the samples on 1st, 7th and 14th days were also similar (means 0.969, 0.955 and 0.968, respectively) with minimal variance (Table 2). The results of one-way ANOVA test showed that results produced on three different days in the same laboratory setting were consistent. Thus, there was no significant difference in the mean value of fT4 produced on 1st, 7th and 14th days in the same laboratory set up (P>0.05).

Similarly, the mean TSH values of the sample on 1st, 7th and 14th days were 2.55, 2.54 and 2.55, respectively. There was no significant difference in the mean value of TSH found on 1st, 7th and 14th days in the same laboratory set up (P >0.05). In this way the results produced on three different days in the same laboratory setting were consistently repeatable.

The box plot presented in Figure 2 also showed the reliability or consistency of the fT3, fT4 and TSH values produced from the same laboratory on three different days. The box plots for fT3, fT4 and TSH for different day sample analysis were similar for its outliers, median and quartiles. This also shows there was not variation on the results produced by the same laboratory setting on the different day (Fig 2).

DISCUSSION

Thyroid hormones including TT3, TT4, fT3, fT4 and TSH (Third generation) assays are among the most frequently advised laboratory tests for the investigation of thyroid function and crucial for the management of associated endocrine disorders and metabolic syndrome2,3,5,6. Due to the deficiency of iodine and autoimmune disorders, there is increased rate of prevalence of thyroid disease contributes mortality rate in Nepal4. Hence, for the proper diagnosis and management of patients with thyroid disease, reliable laboratory reports on thyroid hormone assay plays decisive role.

Recently, CLIA technology is most common immunoassay technique for high throughput hormone assay technique applied in clinical practice, however, variation of test results between laboratories due to compromised quality control is the current challenge in developing countries6,7,13. Comparison of laboratory tests between different instrumental set up is essential component of quality health laboratory practice. A recent report on TSH analysis variation in two CLIA set up in India including Abbott Architect and Roche Cobas shows certain level of variation between the methods, however, majority of values found within the limit of agreement between two CLIA systems12. Another study conducted in China shows acceptable linearity, relativity, accuracy and precision between the CLIA, radioimmune assay (RIA) and magnetic solid phase enzyme-linked immunosorbent assay (MSP-ELISA) performance of TFTs showing CLIA as a better performance compared to other methods13. Similarly, the results of thyroid hormone assay using electrochemiluminescence assay, Elecsys 2010 has shown good correlation with those measured by radioimmune assay (RIA) and enzyme-linked immunosorbant assay (ELISA)14. Thus, the accuracy and precision of the tests are of primary importance for patients and for all the professionals engaged in health care system. Quality of thyroid hormone assay can be assured by laboratory results using performance analysis routinely with sufficient precision which has high impact on the diagnosis and monitoring treatment of thyroid disorders.

Precision analysis is essentially required to establish the intra-laboratory and inter-laboratory quality performance. Our study evaluated the accuracy and precision in thyroid assays using different CLIA equipment in different diagnostic centers of Nepal. We demonstrated statistical
Reproducibility (Different team, different experimental setup) of thyroid hormone assay using CLIA systems including Access 2, ADVIA Centaur CP and Liaison. Acceptable Repeatability (Same team, same experimental setup), is shown by ADVIA Centaur CP performance of TFTs in one diagnostic set up. Replicability (Different team same experimental set up) is another component of precision analysis has to be performed in routine practice. Although we could not present replicability data of assay in this study, tests performed in participating laboratories are replicable as described in internal quality control data (Data not shown).

The limitation of this study is the achievement of good precision with minimal variance only using samples from normal individual, so further studies are required to elucidate the consistency of result of TFTs in hypothyroidism and hyperthyroidism patients. Thus, our data emphasize testing laboratories that reproducibility analysis should be added to uncertainty budgets, which should be accompanied with repeatability data to ensure how good the measurement results reproduced to assure quality of laboratory analysis.

**CONCLUSION**

Our study demonstrates precise assay performance of TFTs using CLIA systems in different centers, which has shown acceptable precision with good reproducibility and repeatability of thyroid hormone results. Thus, precision analysis is essential component of quality assurance of health laboratory set up for the reliable diagnostic services.

**Disclosure**

The authors declared no conflict of interest.

**Acknowledgements**

We would like to thank entire laboratory professional team of Gandaki Medical College Teaching Hospital and Research Center, Pokhara, Life Care Diagnostics and Research Center, Pokhara, and Life Care Diagnostics and Research Center, Dhangadi for quality technical support.

**REFERENCES**


