**Review of the History of Materials Used With Experience with Bone Cement Cranioplasty**

Cranioplasty is the surgical repair of cranial defect or deficiency of the skull with a aim for functional and cosmetic improvement. Inorganic and organic materials have both been used for cranioplasty with the ideal cranioplasty material is yet to be made or discovered with present focus of research on molecular biology. This article does a brief review of the history of materials used and discusses the results of the use of bone cement cranioplasty (BCC) in this centre. A total of 61 cases were included in the study with the majority being males (44 cases). Road traffic accident was the most common initial cause of injury (45 cases), followed by fall (10 cases) and physical assault in the rest. On admission and based on the GCS based head injury classification the majority were in the severe head injury type (GCS<8) in 44 cases followed by moderate head injury in the rest. The majority of the decompressive craniectomy was done on the left side (32 cases) followed by right (22 cases) and bilateral in 7 cases (including single flap bifrontal in 5 cases). In our centre as for other centres in Nepal and developing countries, bone cement remains the best, safest, cheapest choice along with autologous graft for cranioplasty.

**Key Words:** cranioplasty, bone cement, neurosurgical history
Materials and Methods

This is a retrospective study of all cases that underwent BCC in this centre from January 2010 to February 2017. The number of cases, demographical profile, cause of injury with admission GCS, duration for cranioplasty and complications are noted.

Surgical technique consisted of early repair if possible and delayed (more than year) if infection was present. Preoperative 3-D CT was done to study the intracranial and bony defect, size, shape and any other abnormalities. The decompressive defect was opened and the flap raised. Bone cement was prepared using sterile technique and molded into the shape and size of the defect. The powder was mixed with 80 mg of Gentamycin antibiotic during preparation. The extra cement and the edges were shaped to fit the decompressive defect and ice cold water used to remove the exothermic heat during setting of the cement. Few holes were made in the centre of the mould to avoid subflap collection. 5 holes were made with drill and the cement was fixed to hole in the parent bone correspondingly to achieve an immobile cranioplasty. The skin flap was replaced and closed in two layers with the skin in continuous non-absorbable suture (Figure 1). Closed suction drain was placed for 48 hours and the sutures were removed on 14th day with follow-up at 1, 3 and 12 months.

Results

A total of 61 cases were included in the study with the majority being males (44 cases). Road traffic accident
Decompressive craniectomy is one of the commonest emergency neurosurgical procedures performed worldwide. Non-traumatic craniectomies are also done for infection, tumours and other causes for raised intracranial pressure. These defects are managed by cranioplasty which aims not only to cover and give a cosmetic importance but also gives a physiological and psychological relief to the patient. The earliest cranioplasties was performed by the Incas using gold, silver and gourd covers around 3000-2000 B.C. Fallopius is credited for performing the cranioplasty using a gold plate in 1523–1562 while von Meekeren was the first to utilise bone cranioplasty in 1668 (Figure 3). Except for the cases with local infection, brain swelling, untreated hydrocephalus, co-morbid conditions contraindicating surgery, children less than 4 years (autograft preferred), all cases can be managed with cranioplasty. Although there is a small debate as to the timing of cranioplasty numerous studies have shown no benefit of either early or delayed surgery in non-infected cases. Those with infection can be managed at no later than 6 months after control of infection (12 months in this series).

There are numerous different techniques used to cover the cranial defect including skull reconstructions with autologous, allogenic and alloplastic substitutes. Autologous bone has been harvested from the tibia, ribs, iliac and locally from the skull. Allografts are derived from cadavers whereas Xenograft are derived from animals (bovine). There are numerous artificial materials available for cranioplasty that include Methyl methacrylate, hydroxyapatite, ceramics, and polyetheretherketone (PEEK) implants (Table 3). A brief description follows of the materials used with special emphasis in bone cement for cranioplasty.

**Autograft Cranioplasty**

This was popularized by Ollier (1859) and Macewen (1873) with other modification in 1890 by Müller and König, the latter being the most used technique. This was superseded by the von Hacker method that utilized surrounding peristeum and outer table to cover the defect. This was followed by the use of Iliac, rib, tibia, sternum and scapula for cranioplasty. Autologous bone is the most commonly used procedure to repair the defect. The initial bone, bone fragments, bone dust or local harvested bone can be fixed in situ with help of non-absorbable sutures, titanium wires or plates and even plateless fixation devices. For longer delays the bone can be safely placed inside scalp or abdominal subcutaneous flaps. Use of Cryofreezing and bone banks has led to preservation for long durations. They can also be kept in antibiotic solutions and reused with or without autoclaving. Bone flap resorption is a major problem in delayed cranioplasties which can be dealt with early surgery or replacement by synthetic grafts.

**Allograft Cranioplasty**

Morestin first used cadaver cartilage in 1915 because it was thought that it could resist infection although the lack of calcification was a major deterrent for further use. Cadaveric skull were also used after treatment with

---

**Table 1: Showing the characteristics of an ideal cranioplasty material**

<table>
<thead>
<tr>
<th>S. No</th>
<th>Complications</th>
</tr>
</thead>
<tbody>
<tr>
<td>Infected Flap</td>
<td>5 %</td>
</tr>
<tr>
<td>Hydrocephalus</td>
<td>3 %</td>
</tr>
<tr>
<td>Subdural Hygroma</td>
<td>5 %</td>
</tr>
<tr>
<td>Seizure</td>
<td>1.6 %</td>
</tr>
<tr>
<td>Cosmetic</td>
<td>10 %</td>
</tr>
</tbody>
</table>

**Table 2: The list of complication in this study**

was the most common initial cause of injury (45 cases), followed by fall (10 cases) and physical assault in the rest. On admission and based on the GCS based head injury classification the majority were in the severe head injury type (GCS<8) in 44 cases followed by moderate head injury in the rest. The initial pathology on CT showed acute subdural hematoma in the majority followed by diffuse head injury and cerebral edema (Figure 2). The majority of the decompressive craniectomy was done on the left side (32 cases) followed by right (22 cases) and bilateral in 7 cases (including single flap bifrontal in 5 cases). After the initial surgery the majority of the cases underwent BCC after 3 months with 15 cases undergoing within 1 month and the rest 13 cases between 1 to 3 months. There was no procedure related mortality and the morbidity was limited to infection and cosmetic complains (Table 2). Three cases of infection were initially tried with antibiotics but required removal of the BCC. A delayed cranioplasty was done in two cases after 12 months.

**Discussion**

Decompressive craniectomy is one of the commonest emergency neurosurgical procedures performed worldwide. Non-traumatic craniectomies are also done for infection, tumours and other causes for raised intracranial pressure. These defects are managed by cranioplasty which aims not only to cover and give a cosmetic importance but also gives...
sodium carbonate, xylol, alcohol, and ether, followed by heat, for cranioplasty. This procedure though had high infection rates and was not used.\textsuperscript{8,13}

**Xenograft cranioplasty**

Canine, ape, goose, rabbit, ox horn, buffalo and ivory have all been used for cranioplasties. The success of autograft and the increased complication have reduced the use of xenograft for cranioplasty.\textsuperscript{8}

**Alloplasts**

**Metals**

Numerous metals have been used for cranioplasties that include Gold, Silver, lead, Aluminium (Booth and Gersten), Vitallium alloys by Geib (1941), Tantalum by Pudenz and Odom (1942); stainless steel by Boldrey, Scott, Wycis, and Murtagh (1944, 1956), titanium by Simpson (1965) and Tantalum.\textsuperscript{10,12,13} Tantalum was used during World War II but due to price, limited supply, and complications from high thermal conduction, its use was discontinued shortly.\textsuperscript{13,25,37,38} The complications associated with metal implants are infection, seizure, imaging artifacts on CT scans, dislodgement, heat conduction, headache, scalp erosion or perforation, cost and lack of malleability. Titanium remains the common metal that is used today with or without bone cement. It comes in various sizes and can be shaped to fit the defect completely even in children.\textsuperscript{39} Computer generated models have greatly enhanced the cosmetic and functional outcome using titanium.

**Acrylics**

Acrylic was first used in animal models which showed that it adhered to the dura with no underlying reaction. Although used primarily by dentist its use was expanded

<table>
<thead>
<tr>
<th>Material type</th>
<th>Used by/ year</th>
<th>Advantages</th>
<th>Disadvantages</th>
<th>Present status</th>
<th>Reference number</th>
</tr>
</thead>
<tbody>
<tr>
<td>Autograft</td>
<td></td>
<td>Biocompatible, low infection, easy</td>
<td>Limited size and shape, Painful, difficult</td>
<td>In small defects</td>
<td>13,22,26,40</td>
</tr>
<tr>
<td>Cranium</td>
<td>Macewan (1885)</td>
<td>-</td>
<td>Increase complication, Harvesting, mobilise</td>
<td>Not used</td>
<td></td>
</tr>
<tr>
<td>Tibia</td>
<td>Exhausan Early20th century</td>
<td>-</td>
<td>Difficult, small area, inc. complications</td>
<td>Not used</td>
<td></td>
</tr>
<tr>
<td>Rib/ Scapula</td>
<td></td>
<td></td>
<td></td>
<td>In use</td>
<td></td>
</tr>
<tr>
<td>Fascia</td>
<td></td>
<td></td>
<td></td>
<td>Not used</td>
<td></td>
</tr>
<tr>
<td>Sternum/ ilium</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Metal allografts</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Gold/Silver</td>
<td>Incas</td>
<td>Easy to mould, inert, Cheagp, Mouldable</td>
<td>Cost, oxidation of silver</td>
<td>Not used</td>
<td>13,25,37,38</td>
</tr>
<tr>
<td>Aluminum</td>
<td>20th century</td>
<td></td>
<td>Epilepsy, infection</td>
<td>Not used</td>
<td></td>
</tr>
<tr>
<td>Tantallium/lead/</td>
<td>WW II</td>
<td></td>
<td>Cost, infection, toxicity, headache</td>
<td>Not used</td>
<td></td>
</tr>
<tr>
<td>Vitallium/platinium</td>
<td>Recent years</td>
<td></td>
<td></td>
<td>In Use</td>
<td></td>
</tr>
<tr>
<td>Titanium</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Non-Metal</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>MethylMethacrylate</td>
<td>WW II, Spence</td>
<td>Shape, any size, cheap, easy to use</td>
<td>Infection, rejection, cosmetic, Soft</td>
<td>In use</td>
<td>3,19,15,32,40</td>
</tr>
<tr>
<td>Hydroxyapatite</td>
<td>1954 - 1968</td>
<td>Less reaction, Easy, mouldable, less allergy</td>
<td>Break easily, Cost, limited area</td>
<td>Limited use</td>
<td></td>
</tr>
<tr>
<td>Silicon/ Polyethylene</td>
<td></td>
<td>Less Infection, strong, bioactive</td>
<td></td>
<td>Limited use</td>
<td></td>
</tr>
<tr>
<td>Cortoss</td>
<td></td>
<td></td>
<td></td>
<td>Limited use</td>
<td></td>
</tr>
<tr>
<td>Allograft</td>
<td>Early 1500</td>
<td>Easy to procure, cheap</td>
<td>Allergy, rejection, infection</td>
<td>Not in use</td>
<td>8,13</td>
</tr>
<tr>
<td>Xenograft</td>
<td>Early 1500</td>
<td>Easy to procure, cheap</td>
<td>Allergy, rejection, infection</td>
<td>Not in use</td>
<td>8</td>
</tr>
<tr>
<td>ell–Based Therapies, growth factors</td>
<td>21st century</td>
<td>Reliable, osteogenic, useful in children biocompatible,</td>
<td>Experimental, costly, smaller size</td>
<td>Experimental, Small defect</td>
<td>16,28,34,35,36,</td>
</tr>
</tbody>
</table>

Table 3: Showing the different types of materials used and their advantages and disadvantages.
for cranioplasty during the World War II. Acrylic is easy to shape, lighter, radiates less heat, radiolucent, cheap and easily available, giving it advantage over metals. Article of Spence in 1954 and Zander in 1940, popularized its use. Although the choice of many for adult cranioplasty it use is limited in children and should be avoided in less than 5 years due to its lack of osteointegration.

Methyl Methacrylate

Methyl methacrylate is a polymerized ester of acrylic acid with strength comparable to bone, strong, heat resistant, radiolucent, and inert which was discovered in 1939. The radiolucent nature could lead to angiography being done but did not show fractures for which a little amount of Barium was added. MMA comes in a powder and has to mixed with the liquid provided which forms a initial soft paste that be shaped and moulded to any size. The exothermic reaction involves use of cold water to cool down and it can be interlayered with titanium mesh. Although safe to use MMA does have few complications The exothermic reaction during preparation can lead to burn and long term complications (5-40%) include, infection (5-20%), fracture, scalp erosion or fistulization and hypersensitivity reactions(1%).

Hydroxyapatite

To counter the problems of shape and size adjustment and prevent artifacts on the CT scan Hydroxyapatite which is a hexagonal calcium phosphate compound found naturally in bone or synthetically manufactured as a ceramic was introduced. It can thus be used in children as there is little reaction and has good bonding with bone. It though has disadvantages like, low tensile strength, high infection, brittleness, disintegration with time and unpredictable response when exposed to blood or cerebrospinal fluid. Patients with hydroxyapatite must stay away from trauma till full bone is formed.

Alumina ceramics

These are newer materials used in cranioplasty which are hard as diamond, comparable tissue compatibility as acrylics, chemically stable, low post-operative infection and slightly radiopaque. The drawback being expensiveness, prone to shatter and need to be prefabricated before use.

PEEK Implants

Polyetheretherketone (PEEK) is a semicrystalline polymer that can be sterilized by steam or gamma irradiation. PEEK is radiolucent, chemically inert, and has strength, thickness, and elasticity comparable to cortical bone. It does not create artifact on CT or MRI, can be shaped with computer or 3-D printing, are translucent, its porous framework allows for theoretical bony ingrowth and vascularization, non-magnetic, light with no thermal conduction. They are expensive, lack osteointegrative properties, can be dislodged and has infection problems.

Pediatric Cranioplasty

If the dura and pericranium are intact smaller defects in children close spontaneously. The basic principles of remain cranioplasty remain the same as for adults except for few limitations of the pediatric age group where the osteogenic potential of the cranium is inversely proportional and decreases rapidly after 1 year of age. Resorption of the bone is a major problem which can be delayed with use of synthetic bone or mesh. The growing skull with its contour changes places limitations on synthetic materials and thus the results of latter are not acceptable on long term follow-up. Autologous bone remains the best choice for cranioplasty and thus must be preserved for future use. Osteogaleal flaps are an alternative for reconstruction in pediatric defects due to their membranous origin, ease of harvest, reliable vascularity, and applicability to any part of the cranium. Coralline hydroxyapatite granules mixed with Avitene and autologous blood, bone substitutes that avoid rigid fixation, osteoinductive factors such as bone morphogenetic protein (BMP) for the reconstruction, autologous cranial particulate bone grafts mixed with autologous blood are some of the other ways to achieve defect closure. Before 3 years of age, the diploic space is not reliably present and the skull is thin and thus split cranial bone graftingcan be performed only after 3 years and in situ cranial bone grafting only after 9 years of age. If the scalp cannot be closed primarily then preoperative subgaleal scalp expansion, skin grafting, local or pedicle vascular roattion flaps can be used for covering the defect. Some of the common flaps used include latissimus dorsi myocutaneous flap, rectus abdominus flap, radial forearm flap, and omentum flap. The choice of a scalp cover is determined by the anatomy (size, depth, and axial blood supply) and physiology (radiation, infection) of the defect in addition to patient factors such as comorbidities, oncological issues, and cosmetic concerns.

The future of cranioplasty

Growth Factors

Histological proof that transplanted bone cells die but leave scaffolding on which living bone can form, was first described by Barth (1893). Modern research focuses on ways to improve revascularization, osteoinduction to osteoconduction and osteogenesis. Osteoinduction can lead to osteoprogenitor cells that will be produced in situ.
Roka et al

with the aid of bone morphogenetic proteins, which would be infused into an implant. Use of recombinant factors such as transforming growth factor b, insulin-like growth factor–1, and BMP-2 and tissue engineering in augmenting calvarial closure in animal and human models are being studied.

Stem Cell–Based Therapies

Recent advances in laboratory research have shifted the focus from osteoconduction to a more osteoinductive framework, whereby undifferentiated mesenchymal cells can be transformed into osteoprogenitor cells in situ. Stem cell–based therapies hold enormous promise in this regard, demonstrating successful repair of critical-sized cranial defects by using human induced pluripotent stem cells (iPSCs), bone marrow derived stem cells (BMSCs), and adipose-derived stem cells (ASCs) in mouse models. ASCs possess several advantages over BMSCs (possibility for malignant transformation and acquisition of foreign antigens) including rapid in vitro expansion, higher cell numbers achievable through ASC harvests and increased proliferation rates in vitro ease of harvest, and higher in vivo abundance.

Although iPSCs heal cranial defects concerns including teratoma formation and insertional mutagenesis persist. These concerns must be addressed and minimized prior to the use of iPSCs in clinical trials. A timeline graph is shown in Figure 2.

Present study

The present study has dealt with bone cement cranioplasty in a 7 year study. BCC is cheap, easily available, moldable and at affordable cost. This study has shown the good results associated with BCC with minimal or acceptable morbidity. Use of titanium mesh or plating could reduce the number of cosmetic side effects.

The use of Gentamycin during preparation may be one reason for the reduced infection. There have been no cases with fracture and in cases of infection the redo-BCC was done at more than a year. In the cases of BCC removal even at more than 6 months there was no adhesion or neovascularization of the bone cement. Placement of a drain and smaller holes in the BCC are some ways to avoid post-operative collection.

Conclusions

Cranioplasty for skull defects is still a challenge today in spite of all the research and improvements in materials used. Literature reported complications range from 16% to 40%, with a general reoperation rate of 25%. An ideal cranioplasty material bearing the aforementioned characteristics is yet to be available. Use of material is often dictated by the availability, cost, age of patient, personal experience and institutional preferences. Multidisciplinary approach for complex defects is needed and hence should be done to give the best results. At present, autologous grafts, MMA, PEEK, and titanium remain the most used materials. Use of 3D printing and computer based models along with research in tissue factors will definitely change the approach to cranioplasty. In our centre as for other centres in Nepal and developing countries, bone cement remains the best, safest, cheapest choice along with autologous graft for cranioplasty.

References