**ABSTRACT**

**Introduction**

The use of Harmonic Scalpel (HS) over Electrocautery (EC) in neck dissection has become standard of care in recent years. However, both the devices are presently widely used in practice and still serve large number of patients globally according to surgeon’s choice and cost effectiveness.

**Objective**

To evaluate the amount of peroperative blood loss in cancer patient undergoing selective neck dissection (Levels I, II and III) with Harmonic Scalpel (HS) and Electrocautery (EC).

**Methodology**

The study was performed in the Department of Oral and Maxillofacial Surgery, Faculty of Dentistry, Biratnagar Hospital PVT LTD and Birat Medical College and Teaching Hospital, Nepal from June 2012 to February 2018. A total of 40 patients, 27 male and 13 female, aged 45 to 70 years diagnosed with oral cavity cancer were included in this prospective study. Two groups were formed, 20 patients in each group based on the surgical instrument used; Harmonic Scalpel (HS) and Electrocautery (EC). Data for age and sex of the patients were collected preoperatively. The surgery was performed under general anesthesia with endotracheal intubation and standard protocol was maintained during surgery. Amount of peroperative blood loss was measured and recorded. Data was processed and analyzed using SPSS and was compiled and test of significance was done using unpaired ‘t’ test.

**Results**

The amount of peroperative blood loss was significantly lower in Harmonic Scalpel (HS) group than in Electrocautery (EC) group.

**Conclusion**

Results from this study suggests that the Harmonic Scalpel (HS) is an effective device to reduce peroperative blood loss during selective neck dissection.

**KEYWORDS**

Harmonic scalpel, electrocautery, oral carcinoma, selective neck dissection (SN D).
INTRODUCTION

In Head and Neck region, squamous cell carcinoma (SCC) is the most common form of malignancy. Management of primary lesion, regional nodes and distant metastasis is the three major components of the treatment of the oral cancer. Wide three dimensional (3D) surgical excision of primary lesion followed by neck dissection is still main protocol of treatment for all operable cases. Harmonic Scalpel (HS) added a new dimension in addition to Electrocautery (EC) with minimal blood loss specially in case of tongue and neck. Cancer is the end product of an unregulated proliferation of cells resulting from mutations in precursor cell. Oral cancer is the 8th most frequent cancer in the world among males and 14th among females. The incidence of oral cancer in male is 8.0% and female is 4.3% in India and 12.3% and 8.7% respectively for male and female in Pakistan.

Oral cancer has a predilection for spread to levels I to III, the risk of involvement of level IV increases from 3% to 17% for the oral cancer that have spread to level I, II or III whereas the risk for involvement of level V is from 1% to 6%. Oral cancer with clinically N0, necks, it is safe to dissect level I, II and III only and if there is any clinically evident nodal disease in levels I, II or III then it will be safe to dissect up to level IV. Neck dissection is a well established procedure for loco regional control of the lymphatic spread for oral cancer. The technique of neck dissection has been evolved from the radical neck dissection to the selective neck dissection. The standard approach for clinically negative neck is the selective removal of only those nodes at greatest risk for metastatic disease and this procedure has been well accepted as a staging procedure and selective neck dissection provides valuable pathological information for staging and for addition of further adjuvant treatment.

Two major factors to avoid unwanted damage to the adjacent structures and to ensure a dry operating field are proper haemostasis and meticulous neck dissection. Most of the studies have evaluated the correlation of duration of surgery and loss of blood in major head and neck surgery. Prolong the anesthetic time >8 hours greater will be the risk of postoperative complications. Perioperative blood transfusion and periparative blood loss was associated with increased length of hospital stay. Advanced surgical technology has proposed one of the promising surgical device, HS, to treat metastatic head and neck cancer that improves several negative consequences of the surgery and leads to early patient recovery, reduction in duration of surgery and minimal periparative blood loss.

HS is an ultrasonically activated surgical instrument where high frequency mechanical energy or vibration at 55.5 kHz is used to cut and coagulate the vessels or tissues simultaneously at low temperature (80°C) without any electrical current. EC is a surgical device that produces smoke and is used to cut and coagulate the vessels or tissues at high temperature (200°C) that leads to carbonization of the adjoining tissues. Ultrasonic coagulation achieved by HS is similar to that of EC but the mechanism by which the tissue proteins become denatured is completely different. To denature protein HS break tertiary hydrocarbon bonds by transferring adequate mechanical energy using ultrasonic vibration whereas EC form coagulum by heating tissues to denature protein. Tissue dissection and clogging of minor blood vessel occurs at same time with HS hence reduction in thermal damage of adjacent structures. The lateral tissue injury, for HS ranges from 0 to 1000 µm whereas for EC ranges from 240 µm to 15mm. More efficient and safe surgery was achieved with HS due to reduction in operative time by 50%, bloodless operative field, adequate view, proper and easier identification of anatomical structures and minimum requirement for coagulation of small blood vessels hence. The duration of operation, the dosage of anesthetic drugs and the cost was reduced when HS was used in compare to EC. Periparative blood loss was reduced by five times, the duration of surgery decreased and adequate and more precise haemostasis was achieved with HS when compared to EC. Thus, the need for blood transfusion was reduced when HS was used. Therefore the present study is designed to evaluate the amount of periparative blood loss in cancer patient undergoing selective neck dissection (Levels I, II and III) with Harmonic Scalpel (HS) and Electrocautery (EC) in our setting.

METHODOLOGY

The prospective interventional study was performed in the Department of Oral and Maxillofacial Surgery, Faculty of Dentistry, Birat Medical College and Teaching Hospital, Biratnagar, from June 2012 to February 2018. All the patients signed written, informed consent. A total of 40 patients, 27 male and 13 female, aged 45 to 70 years diagnosed with cancer of oral cavity requiring selective neck dissection (Levels I, II and III) were included in this study. Diagnosis was made by accurate history, clinical examinations, imaging and histopathological examination. Preoperative characteristics for all enrolled patients including age, sex, primary tumor location and staging of cancer (TNM) were collected at the time of their enrollment. Inclusion criteria: Oral cavity cancer (T1-T4), clinically negative neck node (N0), age: 45-70 years, selective neck dissection (Levels I-III), no evidence of distant metastasis on clinical and radiological examination, no prior head and neck surgery and chemo-radiation.

The patients were categorized into 2 groups, 20 patients in each group based on surgical device used, HS and EC. Group I comprised 20 patients undergoing selective neck dissection with HS. Group II comprised 20 patients undergoing selective neck dissection with conventional EC.

The surgery was performed by same operating team of experienced Oral and Maxillofacial Surgeons under general anaesthesia with endotracheal intubation. Standard protocol was used giving submandibular incision and raising subplatysmal skin flap. A closed suction drain was placed in all the patients at the end of the surgery for 24-48 hrs postoperatively. The wound was closed in layers with absorbable sutures and skin with staples. Amount of periparative blood loss was measured and recorded. Blood loss was measured as follows; 1) Gauzes were weighed
before and after surgery. 2) Volume of drainage in the suction container minus any irrigation used during dissection (1g = 1ml of blood).

The data were analyzed with the help of software program SPSS. The evaluation was done by unpaired ‘t’ test. The results were considered significant if p value was ≤0.05. Tables and bar diagram were used to show the results.

RESULTS

Out of 40 patients (Group I = 20 patients and Group II = 20 patients). The youngest patient was 45 years old and the oldest patient was 70 years old, 27 (67.5%) patients were male and 13 (32.5%) patients were female. The mean age of the patients was 56.45±7.17 years with most common range of 56-60 years in Group I and 56.55±7.22 years with most common range of 51-55 years in Group II (Table-1). The majority of patients were ≥ 50 years. Perioperative blood loss was measured in relation to 2 groups. Blood loss was measured as follows; 1) Gauzes were weighed before and after use. 2) Volume of drainage in the suction container minus any irrigation used during dissection (Table-2) (1gm = 1ml of blood). Perioperative blood loss (Table-2) of Group I vs Group II was 19.60ml vs 74ml respectively, p<0.001 which was statistically significant thus the blood loss with HS was less when compared to EC in selective neck dissection.

DISCUSSION

Blood transfusion and prolonged duration of surgery are always associated with unwanted effects in those patients undergoing major head and neck surgery. It is worth investigating the procedure to reduce the bleeding, hence, this study shows that the surgery performed by HS significantly reduces blood loss in patients undergoing selective neck dissection for oral cavity cancer. Our study was performed to evaluate if HS is superior to EC. Bleeding causes confusion of the anatomic and surgical planes, increases operative time and necessitates the placement of drains. HS has an advantage over EC, it increases visibility, decrease blood loss peroperatively, reduces operative time and helps avoid placement of drain in neck dissection.33, 34 Perioperative blood transfusion is more or less associated with reduced long term survival of the patient and high recurrence rate in various types of cancer; head and neck, sarcoma, lung, breast, gastric, hepatocellular, renal cell carcinoma, prostate and colorectal.15-22 United States Food and Drug Administration has approved the use of HS for the ligation of vessels up to 3mm in diameter. Thermal damage is limited to 0-2 mm beyond the tissue grasped within the forceps of the device.13, 24 Harmonic ACE is a second generation HS which is even more appropriate for clogging vessels up to 5mm in diameter.25 The advancement in technologies used in surgical practice have made the surgery simple with the use of a wide variety of energy sources for tissue dissection likewise HS is a new surgical device that cuts and coagulates by converting electrical energy into ultrasonic mechanical vibrations and the device is composed of a power generator, an ultrasonic acoustic system and a surgical blade.26 Urquhart et al demonstrated in a period of three years that total peroperative blood loss is an indicator for the amount and duration of postoperative drainage in neck dissection.27 HS was initially developed for laparoscopic surgery alone later on some authors reported its effectiveness in head and neck surgery, neck dissections, parotid, submandibular and thyroid gland surgery also. Few authors reported that the peroperative blood loss was around 58 ml vs 24 ml in HS vs EC respectively.28 In a prospective study, the patients in the HS group has significantly less peroperative bleeding, 5.0 ml vs 16.5 ml HS vs EC respectively; p<0.001.29 Blood loss and operative time was significantly reduced in HS vs EC group, 127ml vs 210ml respectively, hence, p=0.05.30 The study conducted by us showed that the peroperative blood loss (Table-2) in Group I vs Group II was 19.60ml vs 74ml respectively, p<0.001 which was statistically significant hence the blood loss with HS was reduced in compared to EC in selective neck dissection.

Figure 1: Showing sex distribution between Group I and Group II.

Table 1: Distribution of groups by age. (N=40)

<table>
<thead>
<tr>
<th>Variable</th>
<th>Group I</th>
<th>Group II</th>
</tr>
</thead>
<tbody>
<tr>
<td>Age Mean±SD</td>
<td>56.45±7.17</td>
<td>56.55±7.22</td>
</tr>
</tbody>
</table>

Table 2: Comparision of peroperative blood loss between Group I and Group II

<table>
<thead>
<tr>
<th>Peroperative Blood Loss in ml</th>
<th>P value</th>
<th>P value</th>
</tr>
</thead>
<tbody>
<tr>
<td>Mean±SD in ml</td>
<td></td>
<td>&lt;0.05</td>
</tr>
<tr>
<td>Group I</td>
<td>19.60±4.135</td>
<td>0.001*</td>
</tr>
<tr>
<td>Group II</td>
<td>74±12.645</td>
<td></td>
</tr>
</tbody>
</table>

s=significant, Statistical analysis was done by unpaired ‘t’ test.
Agrawal M et al

Management of oral carcinoma should always be coordinated peroperative blood loss during selective neck dissection. Whether the HS has an advantage over EC in reducing results and greater logistic support are required to determine whether modern instruments can be done to obtain more accurate further studies with more advanced technology and postoperative outcomes are the strong reasons to consider HS as a step forward over conventional Electrocautery in postoperative outcomes are the strong reasons to consider HS has an advantage over EC in reducing peroperative blood loss during selective neck dissection. Management of oral carcinoma should always be coordinated by a multidisciplinary team including Oral & Maxillofacial Surgeons, Oncologists, Radiotherapists, Speech Therapists and ENT Surgeons.

CONCLUSION

Harmonic Scalpel (HS) is an effective device to reduce peroperative blood loss during selective neck dissection. Decreased blood loss, enhanced visibility and better postoperative outcomes are the strong reasons to consider HS as a step forward over conventional Electrocautery in selective neck dissection.

RECOMMENDATION

Further studies with more advanced technology and modern instruments can be done to obtain more accurate results and greater logistic support are required to determine whether the HS has an advantage over EC in reducing peroperative blood loss during selective neck dissection.

REFERENCES

6) Hsiao SP, Tsang NM. The role of supraomohyoid neck dissection in patients of oral cavity carcinoma. Oral Oncology, 2002;38: 309-312. PMID: 11978555

LIMITATION OF THE STUDY

Presence of irrigating fluids, evaporation and loss of blood on the floor of operating room complicates to carefully and exactly measure the total amount of blood loss per and postoperatively. Thus, comparison of peroperative blood loss from one institution to another or from one surgeon to another can vary accordingly.

ACKNOWLEDGEMENT

We would like to acknowledge each and every member of Department of Oral and Maxillofacial Surgery, Birat Medical college & Teaching Hospital, Biratnagar, Morang, Nepal and my colleagues from other Department (ENT), for their continuous and immense support. Their patience, motivation and logical way of thinking helped me during writing of this research article.

CONFLICT OF INTEREST

None

CONFLICT OF INTEREST

None

FINANCIAL DISCLOSURE

None


